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bacteria
Staphylococcus aureus 
(ATCC 6538)

EN 16615:2015 
(4-field test)

2 20 dirty ≥5.0 >5.13
Bactericidal 
and Yeasticidal

S-2015-03857 AM Eurofins

bacteria
Pseudomonas aeruginosa 
(ATCC 15442)

EN 16615:2015 
(4-field test)

2 20 dirty ≥5.0 >5.04
Bactericidal 
and Yeasticidal

S-2015-03857 AM Eurofins

bacteria Enterococcus hirae (ATCC 10541)
EN 16615:2015 
(4-field test)

2 20 dirty ≥5.0 >5.71
Bactericidal 
and Yeasticidal

S-2015-03857 AM Eurofins

bacteria
Staphylococcus aureus 
(ATCC 6538)

EN 16615:2015 
(4-field test)

2 20 clean ≥5.0 >5.04
Bactericidal 
and Yeasticidal

S-2015-03860 AM Eurofins

bacteria
Staphylococcus aureus 
(ATCC 6538)

EN 16615:2015 
(4-field test)

2 20 clean ≥5.0 5.56
Bactericidal 
and Yeasticidal

L17/0449.1
Dr. Brill + 
Dr. Steinmann

bacteria
Pseudomonas aeruginosa 
(ATCC 15442)

EN 16615:2015 
(4-field test)

2 20 clean ≥5.0 >5.06
Bactericidal 
and Yeasticidal

S-2015-03860 AM Eurofins

bacteria Enterococcus hirae (ATCC 10541)
EN 16615:2015 
(4-field test)

2 20 clean ≥5.0 >5.12
Bactericidal 
and Yeasticidal

S-2015-03860 AM Eurofins

bacteria Enterococcus hirae (ATCC 10541)
EN 16615:2015 
(4-field test)

2 20 clean ≥5.0 ≥6,01
Bactericidal 
and Yeasticidal

L17/0449.1
Dr. Brill + 
Dr. Steinmann

bacteria
Staphylococcus Aureus, 
Enterocoocus Hirae, Pseudomonas 
Aeruginosa, Escherichia coli

EN 1276:2009 2 20
dirty 

non med
>5.20

bacteria
Staphylococcus Aureus, 
Enterocoocus Hirae, Pseudomonas 
Aeruginosa

EN 16615:2015 
(4-field test)

2 20
dirty 

medical
≥5.0 >5,04

yeast Candida albicans (ATCC10231)
EN 16615:2015 
(4-field test)

2 20 dirty ≥4.0 >4.12
Bactericidal 
and Yeasticidal

S-2015-03857 AM Eurofins

yeast Candida albicans (ATCC10231)
EN 16615:2015 
(4-field test)

2 20 clean ≥4.0 >4.08
Bactericidal 
and Yeasticidal

S-2015-03860 AM Eurofins

yeastst Candida albicans EN 1657:2005 2 20
dirty 

non med
>4.51

yeastst Candida albicans
EN 16615:2015 
(4-field test)

2 20
dirty 

medical
≥4.0 >4.12

Clean ‘n Easy Disinfection wipes 1% (02036074)

Intended use within PT02, PT04
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